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I, Nita J. Bolz, after being first duly sworn, depose and state as follows:

(1) I am a Forensic Scientist IV at the State of Alaska Scientific Crime Detection Laboratory.

(2) The Alaska Scientific Crime Detection Laboratory is an entity within the Department of Public Safety.

(3) I am the Scientific Director of the State Breath Alcohol Program.

(4) In that capacity, I am responsible for overseeing the breath alcohol program, including assuring that persons
responsible for verifying the calibration of instruments are properly trained and qualified. I also am responsible for

maintaining the records of the program.

(5) The attached verification is a true and accurate verification of calibration that reflects a regularly conducted and
regularly recorded activity of the breath alcohol program performed by a person trained and qualified to conduct the

verification.
(6) The peferenced instgument is certified for evidentiary use in the State of Alaska.

Scientific Director
State Breath Alcohol Program

S¥bscribed and sworn hefore fng this l‘J day of A%@OOQ

(Notary Seal Stamp)

Carolyn M\ Noland
Notary Public, State of Alaska
~"Commission Expires with Office

BT9 03/00




VERIFICATION OF CALIBRATION REPORT
- of DataMaster cdm breath Test Instrument

State of Alaska

Scientific Crime Detection Laboratory - Statewide Breath Alcohol Program

DataMaster cdm S/N

(36135

(CONTINUED FROM FRONT PAGE)

TAPE THE TEST STRIP FROM THE NONDRINKING SUBJECT TEST AND THE DIAGNOSTIC

CHECK IN THE MARKED BOXES.

NONDRINKING SUBJECT TEST

BT9 03/00

JRSKA DEPARTMENT OF PURLIC SAFETY

OATRASTER ca 1135

JEY 29, 2009 C%&@“

OPERATIR'S WROE :
POTTER/RICHEL ]

 OPERATIR'S MIMBER: 384t

SBJECTS LIST NAE:
UERTFICATION _

SIBJECT'S FIRST HAEAMI @
FH ‘

aL.#: X%

DEPT/REENEY: GRLD

CASE/RERRT: %

TEST TWPEz 4

S0 THRGET IR 08D

8400 oM 759

— BREATH LTS —

4 0
IRTERNAL STHRORG VRIFIE: i?'ﬁ:

AU ABn 5D
SBET e (oM 10: 7
ik aWe o

ROV RMin B 1B
BN TEST .

12

DIAGNOSTIC CHECK

i

:msm DEPARTIET OF PUBLIC SAFETY -
DATRASTER ce 138135
JEY 8, e
TIE 19:38
-~ DIRGHISTIC CHECK —-
CONPUTER: B ¢
PROGRAN: (14
SR E: e
HERTERS |
SAPLE CHRMEER: 48¢c
BREATH TUBE: 4
BARDMETER: 1.8 in
// -

FLO¥ DETECTOR: . 44

HiW SIEB oy

- DETECTR: o
FILTERS: B
DUKTZ STONDARD ¢ . 41,
CALIBRATION: OKRY

PRINTER TEST

SRR Ok, A0 = RECIERS

HLIOPORST m’Z{ A ab:defgm iklemn
pqrstw:xyz{ i




